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Abstract
A liquid chromatographic–electrospray ionization mass spectrometric technique was developed for direct quantitation of iophenoxic acid (IA)
in serum. IA was spiked into canine, feline, bovine, equine, and porcine sera, extracted, and quantified using negative ion monitoring following
chromatographic separation on a Luna C18(2) 3m (100 mm × 2.1 mm) reversed-phase column. The limit of detection was 25 ng/mL and the limit
of quantification was 50 ng/mL. Inter- and intra-assay accuracy (86–113% and 87–115%, respectively) and precision (1.8–7.7%) were calculated.
Analysis of serum collected from feral pigs, raccoons, and opossums following ingestion of IA-marked baits confirmed the appropriateness of this
method for bait acceptance studies.
© 2005 Elsevier B.V. All rights reserved.
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1. Introduction
A major hindrance to disease control, specifically the pro-
tection of human health and prevention of economic losses
resulting from zoonotic transmission, is the utilization of effi-
cient and cost-effective vaccination programs. For example, in
many countries large segments of the dog population, a major
contributor to human rabies cases, are not accessible by tra-
ditional vaccination routes [1]. However, oral vaccination of
free-roaming dogs and other wildlife offers a cheap and effi-
cient alternative in only a fraction of the time that is required
to catch, constrain, and vaccinate by the traditional parenteral
route. Edible baits containing physiological marking agents have
been successfully used to vaccinate coyotes [2], raccoons [3],
and dogs [4] against the spread of rabies and to vaccinate prairie
dogs for plague [5]. Once the baits are consumed the mark-
ing agents may then be measured in the blood of live animals to
determine the efficiency of vaccine ingestion rather than attempt-
ing to locate animals that have died of the disease.
∗ Corresponding author. Tel.: +1 979 845 3414.
E-mail address: mwiles@tvmdl.tamu.edu (M.C. Wiles).
Iophenoxic acid (-ethyl-3-hydroxy-2,4,6-triiodohydrocinn-
amic acid; IA) is an organic, iodine-containing compound that
has been used as a marker in so called “bait acceptance” stud-
ies (Fig. 1). These studies have been conducted in a variety of
animal species including carnivores, such as raccoons, foxes,
dogs, coyotes and cats [6–11], herbivores, such as goats, rabbits
and deer [12–16] and omnivores, such as pigs [17]. The com-
pound is effective because it exhibits low toxicity while strongly
binding to albumin over an extended length of time [18,19]. In
addition, while the extent of binding is both dose- and species-
dependent [11], IA may be used to determine the amount of
bait consumed [10,12,16]. However, the compound persists for
only short durations in marsupials, including opossums [11] or
swamp wallabies [20], and birds [6].
Previous methods of identification and quantification primar-
ily involve indirect inference by measuring plasma or serum
iodine, which show gross and prolonged elevation as a func-
tion of IA concentration [6,10,13,21]. A more recent method
describes direct determination of the compound using HPLC
followed by UV detection [22]. Although this method has
been shown to be quite sensitive, it requires an injection vol-
ume of 300L to achieve this sensitivity. The objective of
the present study was to examine the use of LC–MS as an
1570-0232/$ – see front matter © 2005 Elsevier B.V. All rights reserved.
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Fig. 1. Chemical structure of iophenoxic acid (C11H11I3O3; formula
weight = 571.92).
alternative method. Following a simple extraction procedure,
liquid chromatography coupled to electrospray ionization mass
spectroscopy in the negative ion mode allows for unequivocal
identification and reliable quantification of IA in serum.
2. Materials and methods
2.1. Chemical and reagents
Iophenoxic acid (-ethyl-3-hydroxy-2,4,6-triiodohydro-
cinnamic acid; 98%; IA) was purchased from Aldrich (Milwau-
kee, WI). ACS grade methanol and GR grade sulfuric acid were
purchased from EM Science (Gibbstown, NJ), glacial acetic
acid was purchased from J.T. Baker (Phillipsburg, NJ), and
sodium tungstate dihydrate was received from Sigma (St. Louis,
MO). Water was deionized in the laboratory (dH2O). Solvents
used as LC–MS mobile phases were HPLC grade acetonitrile
(EM Science, Gibbstown, NJ) and ultrapure water (UP-H2O,
Burdick and Jackson, Muskegon, MI). Liquid nitrogen was
obtained from Praxair (Bryan, TX).
2.2. Sample collection
All bench work was conducted using feline (Felis domes-
ticus), canine (Canis familiaris), bovine (Bos taurus), equine
(Equis caballas), and porcine (Sus scrofa) serum that was col-
lected from specimens submitted to the Texas Veterinary Medi-
cal Diagnostic Laboratory (TVMDL) for unrelated testing pro-
cedures and pooled. Aliquots (400L) were spiked with IA
immediately prior to each extraction.
2.3. Preparation of standard solutions for spiking
A stock solution of 5000g/mL IA in methanol was serially
diluted in order to obtain working solutions ranging in concen-
tration from 12.5 to 5000g/mL IA. These solutions were then
spiked into serum in 10L amounts in order to obtain concen-
trations ranging from 25 to 5000 ng/mL in the final 5 mL extract.
2.4. Sample preparation: field analysis
Field experiments were conducted on 1700 ha of private land
in Duval County, TX. PIGOUT® Feral Pig Baits (Prototype 2)
(Animal Control Technologies, Somerton, Victoria, Australia)
were spiked with IA by drilling a 0.6 cm hole into the center
of the bait. The marker was injected at 22.7 mg/bait, a quantity
known to mark feral pig serum [17]. On day 1, 1170 IA marked
baits were placed on the property on transects (n = 18) oriented
on a 273◦ azimuth and spaced at 260 m intervals. On each tran-
sect, baits were placed every 65 m resulting in an approximate
density of 68 baits/km2.
Fifteen corral style and nine box style feral pig traps and 20
mesomammal live traps (Tomahawk Live Trap, Tomahawk, WI)
were used to capture animals. Traps were placed in shaded areas,
to prevent trapped animals from over-heating, at an approximate
density of 1.4 traps/km2. On day 6 the traps were baited and
set and then checked from days 7 to 15. Captured feral pigs
(S. scrofa), raccoons (Procyon lotor), and opossums (Didelphis
virginiana) were sexed, aged and bled. Serum was separated
from the collected blood, placed in labeled tubes and frozen at
−20 ◦C prior to analysis. Non-target animals were released upon
discovery.
2.5. Serum extraction
The extraction protocol has previously been published [22].
Briefly, 0.4 mL serum was added to a polypropylene Falcon
test tube (Becton Dickinson, Franklin Lakes, NJ). For spiked
solutions, 10L of the appropriate concentrated IA standard
was then added using a 10L Hamilton syringe. To all stan-
dards and samples, 0.8 mL of 0.33 M sulfuric acid, 0.8 mL of a
sodium tungstate dihydrate solution (10%, w/v in water), and
3 mL methanol were added. The solutions were vortexed briefly
to mix, allowed to stand at room temperature (ca. 22 ◦C) for
15 min, and then centrifuged at 1800 × g, 25 ◦C, for 20 min using
an AllegraTM 6R Centrifuge (Beckman Coulter, Fullerton, CA).
The supernatant was transferred to a glass, graduated 10 mL con-
ical tube and the volume was adjusted to 5 mL with a 3:2 solution
of methanol:dH2O. A portion of this extract was then transferred
to a glass, crimp-cap, 2 mL autosampler vial (Agilent, Palo Alto,
CA) for LC–MS analysis.
2.6. LC–MS analysis
To qualitatively and quantitatively determine iophenoxic acid
in serum samples, 20L were injected onto a Luna C18(2)
column (100 A˚, 3m, 100 mm × 2.1 mm, Phenomenex, Tor-
rance, CA) with a 4.0 mm × 2.0 mm SecurityGuard guard col-
umn (Phenomenex, Torrance, CA) using a Finnigan Surveyor
autosampler and a Finnigan Surveyor MS pump (Finnigan, West
Palm Beach, FL). The samples were separated by gradient elu-
tion with UP-H2O containing 0.1% acetic acid (solvent A) and
HPLC-grade acetonitrile containing 0.2% acetic acid (solvent
B) under the following conditions: 50% A isocratic for 0.5 min,
linear to 5% A within 7 min, isocratic at 5% A for 5 min, linear to
50% A within 2 min, isocratic at 50% A to re-establish original
conditions. The flow rate was 300L/min. The LC system was
coupled directly to a Finnigan LCQ Deca XPMAX ion trap mass
spectrometer (Finnigan, West Palm Beach, FL) equipped with
an electrospray ionization (ESI) probe.
Analytes were detected using negative ion monitoring at a
capillary temperature of 300 ◦C, spray voltage of 4.5 kV, capil-
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lary voltage of −16 V, and tube lens offset of −35 V. Spectral
data were recorded with N2 as collision gas (sheath gas of 40
arbitrary units and auxiliary/sweep gas of 10 arbitrary units).
Detection and quantification were performed in SIM mode (m/z
571) due to enhanced linearity at low concentrations. Detec-
tion was confirmed using m/z 443 following MS/MS of m/z
571. The MS/MS collision energy was set to 40%. For pur-
poses of presentation, data for figures in this paper was collected
using dual analysis in full SCAN (m/z 200–900) and MS/MS
modes. Chromatograms represent isolation of m/z 571 from
the full scan data, however, the associated MS data presented
for that specific retention time is full scan (m/z 200–900) at
that specific retention time. MS/MS data was collected and
is presented as full scan data. Data were collected and pro-
cessed using Xcalibur 1.4 software (Finnigan, West Palm Beach,
FL).
2.7. Analyte quantitation
Quantitation of analytes in both bench and field samples
was based on calibration curves obtained daily from spiked
and extracted serum. Quantitation of the extraction product
was performed using SIM data (m/z 571). Calibrations curves
were obtained by plotting the extracted ion current peak area
of the spiked serum extract versus expected concentration using
weighted linear regression. The mean correlation coefficient,
expressed as R2, was used to judge linearity. The limit of
quantitation (LOQ) was defined as the concentration routinely
having intra-day variability of less than 20% and mean accu-
racy of back calculations that was within 20% of the expected
concentration. Accuracy was defined as the amount measured
divided by the amount claimed. Inter-assay accuracy was cal-
culated from pooled serum that was separated into four inde-
pendent aliquots. Each aliquot was spiked with IA in order to
obtain a final concentration of 25, 50, 100, 250, 500, 1000, or
5000 ng/mL and extracted. Values were reported as a range for
four sets of standards extracted independently on four sepa-
rate days. Intra-assay accuracy was reported as the range of
values obtained from one of these aliquots that was injected
four separate times. Precision values were expressed as the rel-
ative standard deviation of 11 consecutive injections of four
different concentrations of IA that was spiked into serum
and extracted for final expected values of 100, 250, 500, and
1000 ng/mL.
3. Results and discussion
3.1. Sample extraction and detection
To ensure adequate recovery of serum-bound IA for LC–MS
determination an extraction method designed to completely dis-
sociate the compound from serum albumin was selected [22].
Previous research has shown this tungstate–H2SO4 procedure to
be extremely effective for protein precipitation [23]. However,
unlike previous studies which utilized UV to detect and quan-
titate the compound, LC–MS was selected as a more definitive
method of analysis. The limits of detection and quantification
ranged from 500 to 1000 ng/mL using electrospray ionization
in the positive ion mode ((+)ESI) and atmospheric pressure
chemical ionization (APCI) did not produce either protonated
or sodiated adducts that are characteristic of LC–MS. There-
fore, these modes of analysis were not pursued. In contrast,
electrospray ionization in the negative ion mode ((−)ESI) exhib-
ited adequate sensitivity and reliability for the purpose of the
study. The gradient system used in our methodology gave rise
to sharp, nearly symmetrical peaks. A six-point quantification
curve of the concentration of IA versus peak area was con-
structed for quantitation of concentrations as low as 50 ng/mL
in serum and the correlation coefficients were routinely greater
than 0.9900. It may be unwise to examine levels lower than
these, at least in the case of bait acceptance studies, as previous
research using serum iodine as a measure of IA has reported
background levels in some species to range between 20 and
50 ng/mL with some as high as 80 ng/mL [6,7]. However, it is
unknown whether these background iodine levels are purely the
result of previous IA exposure. In addition, in many species IA
is strongly bound to serum albumin over an extended period of
time. For example, one study conducted in beagle dogs that
were fed 20 mg tablets showed serum iodine present at lev-
els at least double that of baseline values after 34–52 weeks
[7].
3.2. Analyte identification
Using this LC–MS technique, acidic compounds such as IA
form a deprotonated molecule [M − H]− that can be analyzed
in the negative ion mode as the quasi-molecular ion peak at
m/z M − 1. Typical chromatograms and associated mass spectral
data are presented for extracts of IA dissolved in methanol and
spiked into water (Fig. 2a), bovine (B. taurus) (Fig. 3a), equine
(E. caballas) (Fig. 4a), feline (F. domesticus) (Fig. 5a), canine
(C. familiaris) (Fig. 6a), and porcine serum (Fig. 7a). Solvent
(Fig. 2b) and serum blanks were also analyzed (Figs. 3b–7b).
The mass spectra all containm/z 571 as the characteristic product
ion. MS/MS fragmentation of this ion produced a character-
istic product ion at m/z 443 which was used for IA confir-
mation. However, under the conditions used in this research
SIM data exhibited greater linearity over a broader range of
concentrations and was therefore used for IA quantification.
MS/MS data frequently exhibited appropriate linearity and accu-
racy (R2 = 0.9991–09998; accuracy = 98–102%) between 250
and 1000 ng/mL but exhibited low responses for greater con-
centrations and higher responses for lesser IA concentrations
outside of this range. Thus, this method was shown to be effective
for identification but not as robust over a wider range of con-
centrations. No interferences were observed in serum or method
blanks.
3.3. Stability
Linearity was observed between the intensity of m/z 571 and
the concentration of IA in serum extracts over an extended period
of time. Sample extracts containing concentrations of IA ranging
from 50 to 5000 ng/mL exhibited linearity with respect to the
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Fig. 2. Typical chromatogram and mass spectra of IA standard spiked into water for a final concentration of 500 ng/mL in the extract (a) as compared to an unspiked
water extract (method blank) (b). The data shows [M − H]− (m/z 571) at 4.29 min isolated from full scan data and the corresponding full scan mass spectral data
for this peak (upper chromatogram and upper mass spectra) as well as the peak resulting from MS/MS of the [M − H]− peak at 4.30 min and its corresponding
fragmentation pattern. The MS/MS data was used to confirm the detection of IA (lower chromatogram and mass spectrum). Data was obtained using dual analysis
in full scan (200–900 amu) and MS/MS fragmentation of m/z 571 at 40% normalized collision energy.
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Fig. 3. Typical chromatogram and mass spectra of IA standard spiked into bovine serum for a final concentration of 500 ng/mL in the extract (a) as compared to
an unspiked bovine serum extract (b). The data shows [M − H]− (m/z 571) at 4.42 min isolated from full scan data and the corresponding full scan mass spectral
data for this peak (upper chromatogram and upper mass spectra) as well as the peak resulting from MS/MS of the [M − H]− peak at 4.43 min and its corresponding
fragmentation pattern. The MS/MS data was used to confirm the detection of IA (lower chromatogram and mass spectrum). Data was obtained using dual analysis
in full scan (200–900 amu) and MS/MS fragmentation of m/z 571 at 40% normalized collision energy.
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Fig. 4. Typical chromatogram and mass spectra of IA standard spiked into equine serum for a final concentration of 500 ng/mL in the extract (a) as compared to
an unspiked equine serum extract (b). The data shows [M − H]− (m/z 571) at 4.31 min isolated from full scan data and the corresponding full scan mass spectral
data for this peak (upper chromatogram and upper mass spectra) as well as the peak resulting from MS/MS of the [M − H]− peak at 4.30 min and its corresponding
fragmentation pattern. The MS/MS data was used to confirm the detection of IA (lower chromatogram and mass spectrum). Data was obtained using dual analysis
in full scan (200–900 amu) and MS/MS fragmentation of m/z 571 at 40% normalized collision energy.
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Fig. 5. Typical chromatogram and mass spectra of IA standard spiked into feline serum for a final concentration of 500 ng/mL in the extract (a) as compared to an
unspiked feline serum extract (b). The data shows [M − H]− (m/z 571) at 4.28 min isolated from full scan data and the corresponding full scan mass spectral data
for this peak (upper chromatogram and upper mass spectra) as well as the peak resulting from MS/MS of the [M − H]− peak at 4.27 min and its corresponding
fragmentation pattern. The MS/MS data was used to confirm the detection of IA (lower chromatogram and mass spectrum). Data was obtained using dual analysis
in full scan (200–900 amu) and MS/MS fragmentation of m/z 571 at 40% normalized collision energy.
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Fig. 6. Typical chromatogram and mass spectra of IA standard spiked into canine serum for a final concentration of 500 ng/mL in the extract (a) as compared to
an unspiked canine serum extract (b). The data shows [M − H]− (m/z 571) at 4.32 min isolated from full scan data and the corresponding full scan mass spectral
data for this peak (upper chromatogram and upper mass spectra) as well as the peak resulting from MS/MS of the [M − H]− peak at 4.31 min and its corresponding
fragmentation pattern. The MS/MS data was used to confirm the detection of IA (lower chromatogram and mass spectrum). Data was obtained using dual analysis
in full scan (200–900 amu) and MS/MS fragmentation of m/z 571 at 40% normalized collision energy.
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Fig. 7. Typical chromatogram and mass spectra of IA standard spiked into porcine serum for a final concentration of 500 ng/mL in the extract (a) as compared to
an unspiked porcine serum extract (b). The data shows [M − H]− (m/z 571) at 4.28 min isolated from full scan data and the corresponding full scan mass spectral
data for this peak (upper chromatogram and upper mass spectra) as well as the peak resulting from MS/MS of the [M − H]− peak at 4.29 min and its corresponding
fragmentation pattern. The MS/MS data was used to confirm the detection of IA (lower chromatogram and mass spectrum). Data was obtained using dual analysis
in full scan (200–900 amu) and MS/MS fragmentation of m/z 571 at 40% normalized collision energy.
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Fig. 8. Typical chromatogram and mass spectra of porcine serum extract following ingestion of IA spiked bait (a) as compared to porcine serum of negative control
animals (b). The data shows [M − H]− (m/z 571) at 4.29 min isolated from full scan data and the corresponding full scan mass spectral data for this peak (upper
chromatogram and upper mass spectra) as well as the peak resulting from MS/MS of the [M − H]− peak at 4.30 min and its corresponding fragmentation pattern. The
MS/MS data was used to confirm the detection of IA (lower chromatogram and mass spectrum). Data was obtained using dual analysis in full scan (200–900 amu)
and MS/MS fragmentation of m/z 571 at 40% normalized collision energy.
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Fig. 9. Typical chromatogram and mass spectra of opossum serum extract following ingestion of IA spiked bait (a) as compared to opossum serum of negative
control animals (b). The data shows [M − H]− (m/z 571) at 4.33 min isolated from full scan data and the corresponding full scan mass spectral data for this peak
(upper chromatogram and upper mass spectra) as well as the peak resulting from MS/MS of the [M − H]− peak at 4.34 min and its corresponding fragmentation
pattern. The MS/MS data was used to confirm the detection of IA (lower chromatogram and mass spectrum). Data was obtained using dual analysis in full scan
(200–900 amu) and MS/MS fragmentation of m/z 571 at 40% normalized collision energy.
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Fig. 10. Typical chromatogram and mass spectra of raccoon serum extract following ingestion of IA spiked bait (a) as compared to raccoon serum of negative control
animals (b). The data shows [M − H]− (m/z 571) at 4.29 min isolated from full scan data and the corresponding full scan mass spectral data for this peak (upper
chromatogram and upper mass spectra) as well as the peak resulting from MS/MS of the [M − H]− peak at 4.31 min and its corresponding fragmentation pattern. The
MS/MS data was used to confirm the detection of IA (lower chromatogram and mass spectrum). Data was obtained using dual analysis in full scan (200–900 amu)
and MS/MS fragmentation of m/z 571 at 40% normalized collision energy.
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Table 1
Inter- and intra-assay accuracy and precision of pooled porcine serum samples that were spiked with IA, extracted, and analyzed by (−)ESI/LC–MS
Final concentration of iophenoxic acid in extract (ng/mL)
50 100 250 500 1000 5000
Inter-assay accuracy (%) (n = 4) 86–101 92–109 97–104 97–113 92–100 99–100
Intra-assay accuracy (%) (n = 4) 87–95 103–115 97–110 100–105 94–99 99–100
Precision (%) (n = 11) N/A 7.7 3.8 5.6 1.8 N/A
intensity of m/z 571 for at least 2 months when stored at −20 ◦C
(data not shown).
3.4. Accuracy and precision
Accuracy and precision measurements were performed using
porcine serum. Feline, canine, bovine, and equine serum as
well as additional samples consisting of spiked water were used
to confirm the appropriateness of the method across species.
Quantification curves constructed to compare peak areas to
known spike concentrations were linear within the range of
50–5000 ng/mL. While adequate for detection, the 25 ng/mL
spike exhibited poor reproducibility as defined by both intra-day
variability that was greater than 20% and mean accuracy of back
calculations of expected values that varied by greater than 20%.
All other spiked concentrations showed a mean accuracy back
calculation of the expected values that varied by no greater than
15%, frequently by no greater than 10%. Thus, 25 ng/mL was
defined as the limit of detection while 50 ng/mL was selected as
the limit of quantification.
Inter-assay accuracy was calculated from pooled porcine
serum that was separated into four independent aliquots
(Table 1). Each aliquot was spiked with IA in order to obtain a
final concentration of 25, 50, 100, 250, 500, 1000, or 5000 ng/mL
and extracted. All quantification curves were linear between 50
and 5000 ng/mL with R2 values ranging from 0.9951 to 0.9999.
Values for inter-assay accuracy primarily ranged from 86 to
113%. Intra-assay accuracy was calculated from one aliquot of
serum that was spiked with IA, extracted, and analyzed four sep-
arate times. All quantification curves were linear between 50 and
5000 ng/mL withR2 values ranging from 0.9987 to 0.9996. Intra-
assay accuracy ranges were comparable to those observed for
inter-assay calculations with values also primarily ranging from
87 to 115%. Precision values (n = 11) at the 100, 250, 500, and
1000 ng/mL concentrations of 1 set of standard extracts ranged
from 1.8% in the 1000 ng/mL spike to 7.7% in the 100 ng/mL
spike.
IA was spiked into feline, canine, bovine, and equine serum
separately in single experiments in the same manner as was done
for porcine serum. All quantification curves were linear between
50 and 5000 ng/mL and the limit of detection was 25 ng/mL.
Further, feline (0.9914), canine (0.9913), bovine (0.9981) and
equine (0.9995) exhibited R2 values closely corresponding to
those observed in spiked porcine serum sample. Taken together,
this precision and accuracy data suggests that (−) ESI/LC–MS
is a reliable, repeatable method that may be used to identify and
quantitate IA in serum.
3.5. Field research
In the past, IA has been successfully used as a marker in
bait acceptance studies in a variety of animal species includ-
ing carnivores [6–11], herbivores [12–16] and omnivores [17]
and has been used to determine the feasibility of delivering
oral vaccine to wild swine [17] and raccoons [9,24]. Field
experiments in which feral pigs (S. scrofa), raccoons (P. lotor),
and opossums (D. virginiana) were exposed to IA following
ingestion of IA-marked baits were used to confirm the appro-
priateness of (−)ESI/LC–MS identification in these studies.
Fig. 8a shows that the retention times and mass spectra of
the IA peak in extracted porcine serum was comparable to
that observed for bench-spiked serum samples (Fig. 7a). Simi-
lar results were observed in both raccoon and opossum serum
(Figs. 9a and 10a). In addition, serum samples collected from
ferrel pigs, opossums, and raccoons that did not ingest IA spiked
baits failed to exhibit the characteristic peak at m/z 571 or the
MS/MS peak at 443. These sera also showed no interfering
peaks (Figs. 8b–10b). These results further show the effec-
tiveness of this method for detection of IA in the serum of
animals following ingestion of the compound in bait. However,
while this method was shown to be appropriate for identifica-
tion of IA and therefore, may be used to confirm at least partial
bait ingestion, it was not intended as a means of quantifica-
tion.
Although the LC–MS methodology described here allows
for the direct determination of the marker following a relatively
quick serum extraction that is effective for diagnostic purposes
there are several factors that may still confound precise quan-
tification. Most importantly, animals may consume only part
of a bait or only part of marker within a bait, as it is difficult
to achieve homogeneity within each bait, and multiple animals
may consume a single bait. In addition, the extent and dura-
tion of IA binding is both species- and dose-dependent. For
example, coyotes fed 0.5 mg/kg exhibited elevated iodine levels
for approximately 8 weeks [6] while the duration of plasma
or serum iodine elevation in stoats was only 2 weeks [21]
and in the brushtail opossum and the swamp wallaby it was
elevated for less than 2 weeks [11,20]. Dose-dependency has
been described in beagle dogs and red foxes which, when fed
20 mg IA, exhibited elevated iodine levels for almost twice as
long as those fed 10 mg IA [7]. Finally, many animals will not
accept an unfamiliar bait (i.e., strange odor or taste) [25]. Disre-
garding these limitations may result in biased data regardless
of the specificity and sensitivity of the analytical methodol-
ogy.
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